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A Variable Stiffness Robotic Probe for Soft
Tissue Palpation
Nicolas Herzig , Perla Maiolino, Fumiya Iida , and Thrishantha Nanayakkara
Abstract—During abdominal palpation diagnosis, a medical
practitioner would change the stiffness of their fingers in order
to improve the detection of hard nodules or abnormalities in soft
tissue to maximize the haptic information gain via tendons. Our
recent experiments using a controllable stiffness robotic probe rep-
resenting a human finger also confirmed that such stiffness control
in the finger can enhance the accuracy of detecting hard nod-
ules in soft tissue. However, the limited range of stiffness achieved
by the antagonistic springs variable stiffness joint subject to size
constraints made it unsuitable for a wide range of physical exami-
nation scenarios spanning from breast to abdominal examination.
In this letter, we present a new robotic probe based on a variable
lever mechanism able to achieve stiffness ranging from 0.64 to
1.06 N·m/rad that extends the maximum stiffness by around
16 times and the stiffness range by 33 times. This letter presents the
mechanical model of the novel probe, the finite element simulation
as well as experimental characterization of the stiffness response
for lever actuation.
Index Terms—Compliant joint/mechanism, force and tactile
sensing, haptics and haptic interfaces, medical robots and systems,
biomimetics.
I. INTRODUCTION
DURING the last decades, studies on medical palpationhave been widely addressed in the literature. Indeed, this
medical gesture consists in an examination of a patient body
with the fingers or hands to evaluate the stiffness of the patient
tissue. Palpation is used for global diagnosis with abdominal
or thoracic palpation or during an open surgery to detect the
position of a hard nodule. With the improvement done in the
robotic, medical and biomedical fields, several robot and devices
for medical palpation have been developed. These robots and
devices can be classified into two categories: the probes and the
haptic rendering devices.
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The probes are mechanical element designed to perform the
palpation in the role of the physician. These devices integrate
sensors and actuators to proceed the palpation and measure the
reaction of the soft tissues of the patient. In particular, several
robotic probes for palpation have been developed to detect hard
nodules in soft tissue mainly to localize tumor [1] during Min-
imally Invasive Surgery (MIS) [2]. For instance, in previous
work, we have shown the interest of stiffness variation to es-
timate the depth of a hard nodule in soft tissue palpation [3].
Indeed, based on an antagonistic springs variable stiffness joint,
we have developed a controller which maximize the informa-
tion gain for estimating the depth of a stiff inclusion. Similarly,
Talasaz and Patel have developed a tactile probe for MIS with
a hybrid impedance controller to estimate the depth of a stiff
inclusion inside soft tissues [4]. This method gives good results
but does not show what is the range of stiffness used to ob-
tain a good estimation of the depth of the stiff inclusion. More
examples of suitable probes for nodule detection in MIS are
described in [5]. The main limitations of these probes are the
force and the stiffness ranges. Since they are designed to be used
inside the patient body, most of them are small and not suitable
for external palpation. However, only a few robotic palpation
probes have been designed for external examination that varies
from soft tissues like the breast [6], [7] to harder tissues like
the abdomen. According to the authors’ knowledge, only one
palpation probe has been developed for abdominal palpation [8]
which is a one Degree of Freedom (DoF) system actuated by
cables able to measure the stiffness of the tissue using a position
sensor and a force sensor. Unfortunately, this robotic palpation
probe cannot change the stiffness to improve information gain
as highlighted in [3].
Furthermore, tactile and haptic feedback devices have been
developed to study or teach the medical palpation. Indeed, these
devices can be either phantom to mimic the soft tissue behavior
[9] or some small actuators which can be integrated to a tool
handle or a robot telemanipulator to give feedback to a surgeon
during MIS. Various technology has been used to reproduce
the human tissues behavior as pneumatic actuation, granular
jamming [10], vibrotactile actuation [11] and passive or active
Variable Stiffness Actuators (VSA) [12]. Due to the complexity
of studying in vivo medical gestures, these devices are suitable
to collect data and understand how the physicians perform the
palpation. The phantoms or simulators are also interesting tools
to learn or practice medical gesture in a risk-free environment.
During a robotic palpation, it is required to control the robot
compliance to avoid any damage to itself, to the patient, or
This work is licensed under a Creative Commons Attribution 3.0 License. For more information, see http://creativecommons.org/licenses/by/3.0/
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Fig. 1. Design of the palpation probe. The Tip link and the tactile sensor are
cut to show the carbon rod and PTFE cylinder inside the Tip link on the right
part of the figure. The configurations show the lever bending due to an external
force applied on the Tip link for two different active lengths of the carbon rod.
Parts: 1: Tactile sensor (Cyskin), 2: Carbon rod, 3: Tip link, 4: PTFE cylinder,
5: Ball bearing, 6: Linear actuator, 7: Link actuator-carbon rod, 8: Base link.
the environment. In the last three decades, several approaches
have been used to integrate a compliant behavior in robotics.
In particular, they can be distinguished in two main categories:
controllers and actuators.
The first category is based on a control approach and it is
related to the development of stiffness or impedance controllers
which can be either linear [13] or for some specific applications,
like pneumatic or hydraulic robots, nonlinear [14], [15]. If those
controllers can be implemented on robots without particular
hardware modifications, a force/torque sensor or observer is
often needed to improve the controllers’ performance. The fact
that these controllers often do not store energy constitutes the
main limitation of this approach for dealing with environmental
disturbances given limited controller bandwidth [16].
The second approach mainly concerns developing dedicated
actuators with embedded passive stiffness or damping compo-
nents. Those actuators are commonly called VSA or Variable
Impedance Actuators (VIA). According to Van Ham et al. [17],
those VSAs can be distinguished in four categories: equilibrium-
controlled stiffness [18], antagonistic-controlled stiffness [19],
structural-controlled stiffness [20] and Mechanically Controlled
Stiffness [21]. In this letter, a new robotic abdominal palpation
probe (see Fig. 1) with a variable stiffness joint is presented.
This probe, called VLM probe, is based on a Variable Lever
Mechanism (VLM) and is designed to perform abdominal pal-
pation with variable stiffness. This stiffness variation simplifies
the control strategy for the patient/robot interaction, but also
should improve the localization and depth estimation of the ab-
dominal organs [22]. The robotic palpation probe described in
this letter can be considered as a structural-controlled stiffness
joint.
As for most of the VLM mechanisms described in the liter-
ature, Awad et al. proposed the pVSJ, a variable stiffness joint
with a variable lever mechanism which applies forces on two
springs [23] (torsional in that particular case). The pVSJ has a
large range of stiffness (theoretically from 0 Nm/rad to more
than 1000 Nm/rad) for a variable lever length from 0 mm to
30 mm, but the design approach does not allow miniaturization
to a human finger size. Moreover, the fact that a small variation
of the lever length implies a significant change of stiffness, it
also needs an accurate position control for the lever actuation.
The main contributions of this letter are related to the variable
stiffness probe design, subject to size constraints, and the study
performed to understand how the stiffness can be controlled to
perform palpation with different compliance levels.
II. MATERIALS AND METHODS
A. The VLM Probe
As shown in Fig. 1, the VLM probe is composed of two main
3D printed parts (Tip link and Base link) connected by a revolute
joint. The compliant behavior is obtained by a 1.5 mm diameter
carbon rod that slides inside the two links. Indeed, when an
external force is applied to the Tip link, the latter rotates around
the joint and the carbon rod bends. The stiffness of the joint
depends on the length of the carbon rod inside the Tip link
(active length of the carbon rod) due to the cantilever effect. This
mechanism offers significant advantages to extend the stiffness
range subject to size constraints compared to our previous work
based on an antagonistic spring loaded joint [22]. An Actuonix
L12-30-50-6-I linear actuator is used to control the active length
of the carbon rod. A 6.2 mm diameter Polytetrafluoroethylene
(PTFE) cylinder is added to the carbon rod tip to reduce friction
with the Tip link. The association of the carbon rod and the PTFE
cylinder is seen as a lever. In the rest of the paper, the active
length of the carbon rod or lever length will be used equally.
The stiffness and force ranges of the new probe are based on
the recent work done in abdominal and breast palpation [7], [8].
A capacitive tactile sensor based on the CySkin architecture
[24] is mounted on the Tip link to mimic cutaneous perception of
human fingertips. This sensor covers an area of about 780 mm2
with 20 taxels. An ATI NANO25 6-axis Force/torque sensor was
mounted at the base of the probe to mimic kinesthetic force
feedback obtained from the base of the finger. This sensor is
placed at the base of the probe to represent the proprioception
sensing function of a tendon and muscle organs.
This probe mechanism and the sensor arrangement allows
us to conduct experiments to understand how the variable stiff-
ness joint affects the quality of perception in the two sensor
modalities.
B. Probe Stiffness Characterization Setup
In order to analyze the stiffness variation of the palpation
probe depending on the lever length, a dedicated test bench
have been designed as shown in Fig. 2.
During the experiment, the Aerotech ANT130-XY stage ap-
plies an angular displacement to the Tip link of the probe. Then
the force applied by the Tip link on the XY stage is measured
with a ATI NANO25 Force/torque sensor. A Labview code ac-
quired force and displacement data at 1000 Hz sampling fre-
quency via two National Instruments cards (NI USB 6341 for
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Fig. 2. Palpation probe and test bench. Parts: 2: Carbon rod, 3: Tip link, 6:
Linear actuator, 7: Link actuator-carbon rod, 8: Base link, 9: Laboratory lift, 10:
XY stage, 11: Force/Torque sensor.
acquiring and controlling the linear actuator of the probe, and a
NI PCIe 6320 for the force/torque data acquisition).
The Tip link and Base link geometries have been slightly
adapted to simplify the vertically mounted experimental study.
A torus extruded geometry was added on the upper part of the
Tip link and a cuboid extrusion was added to the Base link. The
geometry modifications have been done to ensure that the con-
tact between the probe and the force sensor is applied on a single
point and to simplified the probe fastening to the laboratory lift.
In order to simplify the implementation, the tactile sensor has
not been integrated on the test bench Tip link. The aim of the
test bench is to study the VLM probe stiffness behavior and the
tactile sensor does not affect the stiffness variation of the probe.
C. Palpation Test
Fig. 3 shows the VLM probe in a palpation experiment. The
VLM probe can move in the three Cartesian directions thanks
to the XY stage and a linear actuator added on the z axis (not
shown in the figure). The phantom underneath the probe is made
of Ecoflex 00-10 silicone. The latter is 148 mm long, 100 mm
wide and 28 mm thick. A stiff inclusion with a diameter of
16 mm has been introduced at a depth of 2 mm from the top of
the phantom.
III. MECHANICAL MODEL
We conducted experiments to quantify the equivalent stiffness
of the revolute joint as a function of the active length of the
carbon rod. It is assumed that the only deformable body in the
probe is the carbon rod and that the latter behaves as cantilever
beam of length equal to the lever length. The joint friction and
weights of the links are neglected because they are very small
Fig. 3. Palpation of a silicone phantom with the VLM probe. Parts: 1: Tactile
sensor (Cyskin), 2: Carbon rod, 3: Tip link, 6: Linear actuator, 7: Link actuator-
carbon rod, 8: Base link, 11: Force/Torque sensor, 12: Silicone phantom,
13: Stiff inclusion.
Fig. 4. Kinematic model. (a) Kinematic scheme. Dashed lines refers to the
carbon rod position when no force is applied. (b) Kinematic parameters.
compared to the other forces involved. It has to be noticed that
in this letter, only the static analysis is studied.
Fig. 4(a) shows an equivalent kinematic scheme of the probe.
That scheme illustrates the different bodies, the bodies 0, 1, 2,
3 refer to the Base link, the Tip link, the lever and the XY stage
with the force sensor respectively. The main kinematic parame-
ters and forces are also illustrated on Fig. 4. The parameters are
defined as follows:
0A = ax1 + ly1 , O0O0 ′ = ex0 − cy0 ,
AI = rx0 , O0 ′O2 = −δx0 + λy0 ,
O0 ′′I.x0 = −x, O0O0 ′′ .x0 = r + a,
O0O2 .x1 = e. (1)
HERZIG et al.: VARIABLE STIFFNESS ROBOTIC PROBE FOR SOFT TISSUE PALPATION 1171
Where λ is the lever length and δ is the deflection of the latter. θ
is the angle of the revolute joint between the Base and Tip links
and x is the displacement applied by the XY stage to the Tip
link. The position of O0 ′′ is chosen in order to have for x = 0,
θ = 0. Each force is denoted as Fi/j and refer to the vector of the
force applied by the link i on the link j. One can notice that the
contact between the Tip link and the PTFE cylinder is modeled
as a single contact point. Indeed even if the PTFE part is a
cylinder, it is assumed that the length of that cylinder, and then
the contact area with the Tip link, are small. This assumption
has been taken in order to simplify the analysis.
A. First model: Beam Spring Behavior
A simple approximation could be to assume that the angle
θ of the probe is equal to the curvature of the cantilever free
end. Secondly by assuming that the equivalent torque M31 ,
generated by the force F3/1 at O0 is directly applied to the
carbon rod, the behavior of the probe can be seen as a beam
spring with a length λ. With those assumptions, the relation
between M31 and θ comes:
θ =
M31λ
EIx
, (2)
where,E is the Young modulus of the carbon rod,M31 the norm
of the equivalent torque generated by the force F3/1 at O0 :
M31 = −F31 (a sin θ + l cos θ) , (3)
and Ix is the second moment of area of the rod in respect to
(O0 ′ ,x0) axis given by
Ix =
pid4
64
, (4)
where, d is the diameter of the carbon rod and F3/1 = F31x0
(n.b. F31 < 0 on Fig. 4(a)). The equivalent angular stiffness of
the variable stiffness probe is given by
Kθ =
dM31
dθ
. (5)
From (2) it comes that:
Kθ =
EIx
λ
. (6)
Equation (6) gives a first simple model to describe the angular
stiffness of the probe for different lengths of the lever. Unfortu-
nately, this model, commonly used for describing the stiffness
of a torsional spring made with a beam [23], is not accurate
enough to describe the real behavior observed experimentally
(cf. Section V). The next subsection gives a mechanical study
to obtain a more accurate model.
B. Second Model: A Model From Kinematic and Static
Approach
Two closed chains of the kinematic model subject to con-
straint equations in (7) and (8) are solved to obtain a second
model.
x = a (1− cos θ) + l sin θ, (7)
(e− δ) cos θ + (λ− c) sin θ = e. (8)
Equation (7) gives the mathematical relation between the dis-
placement applied by the XY stage x and the angle of rotation
of the revolute joint θ. Equation (8) illustrates the link between
the angle θ and the deflection of the carbon rod δ.
As explained previously, a static analysis is performed to
obtain the relation between the stiffness of the probe and the
active length of the carbon rod. Thus at equilibrium, the net
torque of the body 1 computed at O0 follows the relationships
in (9)
M31 + ((e− δ) sin θ + (λ− c) cos θ)F21 = 0, (9)
where, F2/1 = F21x1 .
The carbon rod is modeled as a cantilever beam of length λ
(the active length). Indeed the design of the cylindrical cut in
the Tip link, where the carbon rod and the PTFE cylinder can
slide, have been studied to allow only one contact at the end
of the lever. On the other hand, the cylindrical cut in the Base
link is assumed to be designed to allow the translation of the
rod along the longitudinal axis of the rod but to constrain the
radial movement of the latter. Then the Euler-Bernoulli beam
theory for a cantilever beam with a point load on the free end of
the beam leads to (10) which gives a relation between the force
applied by the carbon rod on the Tip link and the deflection of
the rod.
F21 =
3EIxδ
λ3
(10)
It has to be noticed that from the definition given in (1),
F21 > 0 implies δ > 0.
By substituting δ and F21 in (9) by the expression obtained
in (8) and (10), M31 can finally be computed as:
M31 = 3EIx
(
(λ− c) ((cos θ − 1) e + (λ− c) sin θ)
λ3
+
((λ− c) sin θ − e) ((cos θ − 1) e + (λ− c) sin θ)
λ3 cos θ
)
. (11)
The equivalent stiffness of the probe can now be computed by
differentiation as shown in (5). The non linear result obtained is
given by:
Kθ = −
3EIx
2λ3 cos (θ)3
(
6cλ + c2 cos (2θ) + e2 cos (2θ)
+ λ2 cos (2θ)− 3c2 − 3e2 − 3λ2 + 2e2 cos (θ)
− 8ce sin (θ) + 8eλ sin (θ)− 2cλ cos (2θ) + ce sin (2θ)
− eλ sin (2θ)
)
. (12)
To simplify the analysis,Kθ is linearized around θ = 0 since the
angular displacement of the probe is small for most palpation
tasks. After linearization Kθ can be written as:
Kθ = 3EIx
(λ− c) (λ− c + 3eθ)
λ3
. (13)
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TABLE I
SIMULATION PARAMETERS
Parameter Value Unit Parameter Value Unit
a 20 mm c 10 mm
d 1.5 mm e 11.8 mm
r 7 mm l 43 mm
E 102 MPa ν 0.49
Variable Parameter Range Unit
λ 22 : 2 : 52 mm
F31 0 : −0.25 : −5 N
Equation (13) shows that the stiffness depends on the lever
length λ. The model is fitted and compared to the experimental
results in Section V. It can be also noticed that the obtained
model can help to design the probe by changing the dimensional
parameters of the probe such as the diameter of the carbon rod,
which changes the second moment of area Ix , or the range of
the active length of the carbon rod λ.
IV. SIMULATION
In order to validate the rationale behind the probe design, a Fi-
nite Element (FE) analysis of the variable stiffness probe behav-
ior has been performed using COMSOL multiphysics, Fig. 4(b)
shows the geometrical model of the probe used for performing
the FE simulations. Table I gives the parameters used for the
simulations.
A stationary study has been performed applying a point force
in x0 direction on a defined point of the toroid evaluating the
obtained displacement. The simulation has been performed for
different carbon fiber lengths λ in the range from 22 mm to
52 mm by 2 mm steps and applied forces F31 in the range from
0 N to −5 N by −0.25 N steps in the x0 at the point I (in red
on Fig. 4(b)). The boundary conditions have been defined as
follows:
1) The displacements and rotations of the bottom surface of
the Base link are constrained in all directions.
2) the displacements of the O0 point are constrained in all
directions.
It has to be noticed that for this simulation the material is
assumed to be isotropic and homogeneous. it is also assumed
that the materials follow the Hooke’s law, i.e., only the linear
elasticity of the materials are taken into account.
Fig. 5(a) and (b) present the simulated displacement of the
Tip link when a force F31 = −5 N is applied with a carbon fiber
length λ = 22 mm and λ = 44 mm respectively. As expected
this figure shows that the displacement of the Tip link nodes
is proportional to the distance between the nodes and the point
O0 . By comparing the two figures, it can be noticed that the
displacement is higher for a longer carbon rod lever.
Fig. 6 gives the results of all the simulations proceeded, the
equivalent torque M31 for the different angular displacement
θ. M31 is computed from the expression (3) and theta is esti-
mated by the linearization of (7) around the point θ = 0. That
Fig. 5. FE simulations performed with COMSOL multiphysics. (a) The simu-
lated displacement of the Tip link due to an applied force of F31 = −5 N and
with a λ = 22 mm carbon fiber length. (b) The simulated displacement of the
Tip link due to an applied force of F31 = −5 N and with a λ = 44 mm carbon
fiber length.
Fig. 6. FE simulation results: Torque M31 as a function θ for 16 different
lever length λ.
linearization gives:
θ ≈
x
l
. (14)
Fig. 6 shows that for each active length of the carbon rod,
the torque is nearly proportional to the angular displacement.
From those simulations, the equivalent stiffness of the variable
stiffness probe as a function of the lever length can be studied.
Indeed, it can be deduced from (5) that for a given active length λ
the equivalent stiffness of the probe Kθ is the slope of the curve
M31 = f(θ). The equivalent stiffnesses Kθ obtained with the
simulation are compared to the experimental results in the next
section.
V. EXPERIMENTAL RESULTS
This section presents the experimental results obtained with
the setup described in Section II-B. In the experiment, the
XY stage applies a linear displacement x to the Tip link. The
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Fig. 7. Force F31 and linear displacement x measured during the sixth trial
with the carbon rod active length λ = 22 mm.
Fig. 8. Torque M31 as a function θ for 6 trials and 16 different lever lengths
λ. Markers numbered from 1 to 6 are related to each experimental trial. Solid
lines with triangle markers give the average linear regression obtained for each
lever length.
displacement is applied in steps of 0.5 mm from 0.5 mm to
10.5 mm. The force applied by the XY stage on the Tip link F31
is then measured by the ATI 6-axis force/torque sensor. In order
to reach the steady state of the force, each step is separated by
2 seconds. Then when all displacement steps have been applied,
the lever length is modified and the experiment starts again. The
active carbon rod length λ has been set from 22 mm to 52 mm
in 2 mm steps for 3 trials, and then set from 52 mm to 32 mm in
−2 mm steps for 3 other trials. The first 3 trials are denoted from
1 to 3 and the second 3 trials will be denoted from 4 to 6. The
first part of the supplementary video shows a part of the stiffness
characterization experiment and some raw data acquired.
An example of the raw data measured during one trial is
shown in Fig. 7. This figure shows that higher the displacement
is, the higher the reaction of the probe is (the reaction force
is equal to −F31). It can be seen that each displacement step
induces a force peak. That phenomenon is due to the damping of
the carbon rod. In this study, only the static behavior of the probe
is considered. The average force at steady state is computed for
each step of displacement, for each trial, and each lever length.
Then from (3) the torque M31 is computed. As in the previous
section θ is computed from (14).
Fig. 8 illustrates the relation between the angular displace-
ment θ and the torque M31 for different lengths of the lever. It
can be noticed that the stiffness is linear for higher λ values with
Fig. 9. Equivalent stiffness of the carbon rod as a function of the active length
of the carbon rod. Markers numbered from 1 to 6 are related to each experimental
trial. Triangle markers show for each lever length the average stiffness computed
from experimental results. Plus sign markers refer to the stiffness computed from
the FE simulation results. Solid lines are models fitted to the experimental data,
and dashed lines are those fitted to the FE simulation results. The red curves are
obtained by fitting the model given by (15) whereas the blue curves are obtained
by fitting the model given by (16).
a gradual tendency to exhibit a nonlinear stiffness variation for
lower λ.
For each trial at a given lever length, a linear regression is
applied (the R2 value for all regression are higher than 0.98).
Fig. 9 shows the gradients obtained for the corresponding re-
gressions. The latter shows that the equivalent stiffness of the
probe decreases for increasing lever length. The equivalent stiff-
nesses computed from the FE simulation results are also given
in Fig. 9. As one can see, the FE gives a rough estimate of the
experimental results. The differences between the experiment
and simulation can be attributed to the fact that the simulation
only took the linear elasticity of the material into account. The
accuracy of the simulation could be improved by considering a
hyperelastic behavior for the carbon rod. Thus, to perform a non-
linear FE simulation, the mechanical properties of the carbon
lever have to be characterized.
Fig. 9 summarizes the stiffness variation with the length of
the lever λ. The blue and red curves illustrate a model fitting
done for the equations given by
Kθ =
k0
λ
, (15)
and
Kθ =
k1 + k2λ + k3λ
2
λ3
, (16)
where, k0 , k1 , k2 and k3 are the model parameters.
Equations (15) and (16) are denoted model 1 and model 2 re-
spectively. The continuous curves relate to the experimental
results fittings, whereas the dashed curves relate to the simula-
tion results fittings. Table II gives the parameters obtained with
a non linear least-squares solver for each model fitting. It can
be noticed that the fitted functions respect the order of the poly-
nomial fraction obtained in (6) and (13) respectively. As one
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TABLE II
MODEL FITTING PARAMETERS
Model Parameter Experimental results Simulation results
model 1 k0 2.54 × 10−2 2.71 × 10−2
model 2 k1 2.32 × 10−5 1.54 × 10−6
k2 −1.9 × 10
−3
−2.22 × 10−14
k3 6.15 × 10
−2 2.53 × 10−2
TABLE III
SUMS OF SQUARED RESIDUALS
can see, the model 2 is more accurate to describe the angular
stiffness behavior of the probe obtained during the experiment.
Concerning the simulation results, both models describe the
behavior observed, but it can be noticed that the coefficients
obtained k1 and k2 are very small. This implies that model 2 is
equivalent to the model 1. Table III shows the sum of squared
residuals for each curve fitting. This table shows that for the
experimental and simulation results, the second model is more
accurate than the first one. By comparing the sum of squared
residuals obtained for the model 1 fitting with the experimental
data with the other values, it confirms the model 1 is not suitable
to accurately explain the behavior of the probes’s stiffness.
The previous results show that model 2 is a good candidate to
model the relation between the angular stiffness of the probe and
the active length of the carbon rod. However, it has to be noticed
that this model has some validity limits. First of all, it is valid
only for small angles θ. The second limit is the linearization
of M31 , indeed, as Fig. 8 shows, the behavior is nonlinear for
short active lengths of the carbon rod. Therefore computing the
behavior of the equivalent stiffness of the probe from the linear
regression of the torque M31 induces some errors. The last limit
concerns the assumption of a constant c parameter. In the model
presented, the point O0 ′ is assumed to be fixed. In reality, due
to the play between the Base link and the carbon rod to allow
the lever length to be changed, the position of O0 ′ depends on θ
and λ.
The fitted function obtained with the second model mono-
tonically decreases on the range of active length of carbon rod
considered in this study. Thus the inverse of that function can be
computed to define the lever length to obtain a desired angular
stiffness of the probe. This method will be used in the future to
design a stiffness controller for the probe.
Finally, Fig. 10 shows the first results of the VLM probe
during a palpation on a silicone phantom with a stiff inclusion
as described in Section II-C and shown on Fig. 3. Furthermore,
it shows the force and tactile sensor signal for three different
stiffnesses level. Indeed, between each palpation, the stiffness of
the probe have been changed Kθ = 0.65, 0.73 and 0.84 Nm/rad
respectively. One can see that peaks on the force and some taxels
signals are present when the probe slides over the stiff inclusion.
Fig. 10. Force and tactile signals measured during a test on a silicone phantom
with a stiff inclusion. The different colors on the top figure refer to the different
taxels.
The second part of the supplementary video shows the behavior
of the VLM probe and the raw data measured by the sensors
during the palpation test.
VI. DISCUSSION
In this letter, only a static approach has been considered to
model the novel VLM probe. However, force data in Fig. 7
show that there is some dynamic transient effect when a dis-
placement is applied. Indeed those dynamic effects are related
to the damping of the VLM which will be studied in the future.
This will shed light on how the stiffness of the palpation probe
influences tactile sensing and proprioceptive sensing (from the
force sensor) during soft tissue palpation.
The majority of the VSAs and VSJs needs to be designed
for a particular application. Indeed, since the size of the links
has to be adapted to the robot, the range of stiffness varia-
tion is, most of the time, limited and the passive stiffness and
damping components have to be selected in accordance with
the expected behavior, limiting the availability of standard com-
mercialized VSA. The aim of the given models is to help to
design the probe and select the stiffness range by changing the
mechanical properties of the lever as the young modulus or
the second moment of area (by changing the diameter or the
cross-section) or the lever length. As discussed in Section V,
even if the c parameter, which defines the projected distance
between the joint’s rotation center and the clamped point of the
carbon rod, has an impact, this parameter is not easy to identify
due to some functional plays between parts.
Some other VSA designs implement a VLM principle for
controlling the stiffness of the system. For example, Morita
and Sugano proposed a VLM mechanism for a robotic finger
with a lead screw, a slider, a leaf spring and a cable called
the mechanical compliance adjuster [25]. This Variable Stiff-
ness Joint (VSJ) has a stiffness range from 0.59 Nm/rad to
3.12 Nm/rad for a lever length from 0 mm to 40 mm. Further-
more, it has a comparable length to the VLM probe proposed in
this letter. However, the proposed solution has less volume and
the weight of the mechanical compliance adjuster. Another im-
portant difference between the mechanical compliance adjuster
and the mechanism described in this letter concerns the design
approach. For the former, variable stiffness is obtained using
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rigid parts which are translating to change the boundary con-
ditions, whereas, in the proposed VLM probe, it is the passive
elastic component which is sliding. Finally, according to the au-
thors’ knowledge, the mechanical compliance adjuster has been
tested for a few lever length and the relation to compute the
lever length, needed to obtain a desired stiffness, have not been
given. The proposed VLM probe design approach leads to an
invertible function which gives the length of the flexible sliding
lever to obtain a desired angular stiffness level of the probe.
The results obtained during the palpation test clearly shows
that the VLM probe can be used to detect stiff inclusion in soft
tissue during a palpation. In future works, the authors will inves-
tigate the performances of the VLM probe for abdominal palpa-
tion to detect organ abnormalities and size/depth estimation of
the organs. Indeed, based on our previous work on information
gain maximization to detect hard nodule, the authors want to
extend the method to an organ detection. Thus, a future imple-
mentation would follow a similar strategy by implementing an
autonomous stiffness control which optimizes the information
gain with a possible haptic feedback to help the user to deter-
mine the position of the organs. Also, the addition of the tactile
sensor to the probe allows the author to investigate on the role
of the tactile and force sensing during a palpation task, in order
to better understand the physician gesture and the link between
perception and action during palpation task.
VII. CONCLUSION
This letter presents a new design of a variable stiffness pal-
pation probe based on a variable lever mechanism (VLM). The
experimental study shows that the new design has achieved an
angular stiffness range from 0.64 N.m/rad to 1.06 N.m/rad.
Two mechanical models have been proposed to describe the
stiffness variation of the probe in response to varying carbon rod
lever length using the Euler-Bernoulli beam theory. We found
that the second model is more accurate to represent the non
linear angular stiffness of the probe against the active length of
the carbon rod.
An FE simulation has been performed to evaluate the range
of the stiffness of the probe. The simulation results obtained
have been compared to the experimental results and the results
give a rough estimate of the real behavior. Some guidelines
have been given to improve the FE simulation using a non
linear hyperelastic behavior. To improve the accuracy of the
simulation a knowledge of specific mechanical properties of the
carbon rod seems to be necessary.
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